A manual semi-micro method for quantitation of haemagglutination.
A manual semi-micro method for quantitation of haemagglutination is described. It appears to be of wide use for most agglutination reactions usually performed in test tube, including Coombs-test. It is easy to handle and requires the usual equipment of an immunohaematological laboratory. The accuracy obtained for quantitation of antibody concentrations is similar to that of the auto-analyser.